[Introduction to the tasks of clinical dosimetry and its requirements in dosimetric methods].
Requirements for clinical dosimetry procedures are derived from the radiotherapeutical necessities especially for the exceptionally suitable thermoluminescence dosimetry. With regard to the following papers discussing problems of the ambitious two-peak TLD method typical features of this method are compared with those of the classical method, respectively.